NEIGRIHMS

North Eastern Indira Gandhi Regional Institute of Health and Medical Sciences, Shillong

(An Autonomous Institute, Ministry of Health and Family Welfare, Government of India)

Director’s Block, Mawdiangdiang, Shillong 793 018, Meghalaya   

Store & Procurement:  





                                Email: store__neigri@bsnl.in
Fax/Tel: (0364) 2538032  







    storeneigrihms@gmail.com


Tender Notice No: NEIGR/S&P/2/6/2011-2012 






Dated: 03/06/2011

TENDER ADDENDUM /CORRIGENDUM
PROCUREMENT OF DIGITAL RADIOGRAPHY UNIT WITH ONE FLAT PANEL DETECTOR (1 NO) AND DIGITAL RADIO -FLUOROSCOPY UNIT (1 NO), AS PER MCI REQUIREMENT, FOR DEPARTMENT OF RADIO –DIAGNOSIS (Tender Enquiry No: NEIGR/S&P/OT- 08/2011-12)    
DIGITAL RADIOGRAPHY UNIT WITH ONE FLAT PANEL DETECTOR:
Additional Compulsory Accessory Items to be supplied with the system and turnkey works:

1. State of Art Dry Film Laser Camera: 600 dpi or more 

2. Suitable UPS for entire computer system including dry laser with at least 30 minutes back up

3. In the tube assembly: C arm type /U arm type not acceptable. Must be of only ceiling suspended model

4. Existing lead glass and lead doors in the proposed site may be used

5. Vertical bucky must be present

6. The detector and detector software are as per tendered specification 

BOTH FOR DIGITAL RADIOGRAPHY UNIT WITH ONE FLAT PANEL DETECTOR AND DIGITAL RADIO -FLUOROSCOPY UNIT:

1. 1 ton split AC unit in console room, 2 ton split AC in X –Ray room both for Digital Radiography Unit with one Flat Panel Detector and Digital Radio -Fluoroscopy Unit 
2. State of the Art independent workstation with 19 inch or more with 2 MP or more with network connectivity to laser camera both for Digital Radiography Unit with one Flat Panel Detector and Digital Radio -Fluoroscopy Unit 

3. Detailed existing and proposed layout plan of the site provided and vendors should visit given site and quote accordingly both for Digital Radiography Unit with one Flat Panel Detector and Digital Radio -Fluoroscopy Unit 
DIGITAL RADIO -FLUOROSCOPY UNIT:
1 (a): Add “or the design should be of latest technology such that the system should provide for full coverage of patient. All patient positions for various investigations of Fluoroscopy and Radiography should be possible”.

1 (b): Add “to cover full fluoroscopy work and Radiography work including table, non –table (direct FPD). Trauma and Stretcher patients –without the need to move the patient. Tube should be auto tracking /centering”

1 (d): Add “System should provide for both with or without grid investigations”

12. Should be replaced with “The system should have AERB type approval or NOC for the whole system.
	* Last Date and Time of Submission: 14:00 hrs of 24th June ‘2011
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For and on behalf of Director, NEIGRIHMS

· Copy to all Bidders 

